Product Number: 102343
Lot Number: 501372
Expiration: 20-Oct-2018
Platform(s): HD-1

<table>
<thead>
<tr>
<th>Component</th>
<th>Part Number</th>
<th>Lot Number</th>
</tr>
</thead>
<tbody>
<tr>
<td>Bead Stock</td>
<td>102337</td>
<td>822504</td>
</tr>
<tr>
<td>Detector Stock</td>
<td>102338</td>
<td>819013</td>
</tr>
<tr>
<td>Calibrator Concentrate</td>
<td>102342</td>
<td>MF-102016-02</td>
</tr>
<tr>
<td>Calibrator Diluent</td>
<td>102339</td>
<td>819009</td>
</tr>
<tr>
<td>Sample Diluent</td>
<td>102340</td>
<td>819010</td>
</tr>
</tbody>
</table>

**Additional Components**
- Discovery Bead Diluent: 101954
- Discovery Detector Diluent: 101955
- Discovery SBG Diluent: 101956
- Discovery SBG Concentrate: 101957
- RGP Reagent: 103159

**Calibrator Concentrate**
Target Value: 100 ng/mL

**Calibration Curve**

<table>
<thead>
<tr>
<th>Calibration Levels (pg/mL)</th>
</tr>
</thead>
<tbody>
<tr>
<td>A</td>
</tr>
<tr>
<td>B</td>
</tr>
<tr>
<td>C</td>
</tr>
<tr>
<td>D</td>
</tr>
<tr>
<td>E</td>
</tr>
<tr>
<td>F</td>
</tr>
<tr>
<td>G</td>
</tr>
<tr>
<td>H</td>
</tr>
</tbody>
</table>

Review/Approval
Sivasankari Murugan QC Supervisor

©2018 Quanterix, Inc. Simoa™ is a registered trademark of Quanterix, Inc. For research use only. Not for use in diagnostic procedures.